[Use of a physical model in the study of the dispersion of an alternative electrical field and its application in the per- and postoperative control of an extracochlear implant].
A study of the dispersion of an alternative electrical field by a physical model, and its application in the control of unicanal extra-cochlear implant is discussed. The authors think that this method is indispensable for an objective control of the correct function of the extra-cochlear implant.